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2.0 INFRODUCTIOM 


2.1 PURPOSE 


The objective of this program was to develop a pressure transducer capable 
of continuous operation at 650^C over a full scale differential pressure 
range of +69 kPa and with a dynamic response to 2300 Hz. The Intended use 
of the transducer Is In the development and testing of aircraft engines where 
the temperature and dynamic pressure environment exceeds the capabilities of 
currently available pressure transducers. 

2.2 CURRENT STATE-OF-THE-ART 

High temperature static pressures can be easily measured by using a duct to 
transfer the pressure to any of a variety of pressure transducer types 
located in a moderate temperature environment. For accurate measurement of 
dynamic pressures, however, It Is necessary that the pressure transducer be 
located at or In the medium being measured. Water-cooled units can be used 
when an adequate water supply can be made available and when the cooling 
effects at the transducer can be tolerated. The KP-1910 series pressure 
transducers marketed by Kaman Sciences Corporation In Colorado Springs, 
Colorado closely represent the extent of the current state-of-the-art. 

Their eddy current based pressure transducers purportedly operated between 
25°C and 540®C with a +10% zero shift, a +10% change in sensitivity and an 
average frequency response between 0 and 70C0 Hz of within about 30%. The 
KP-1910 series transducers are somewhat sensitive to cable effects and 
transient temperatures. 

The Intent of this program was to extend the current state-of-che-art In 
terms of maximum operating temperature and in terms of performance at high 
temperature. 

2.3 APPROACH 

The approach was based on a conceptual design comprising the use o+ a 
diaphragm to respond to the pressure, air-dielectric variable capacitive 
elements arranged to operate as a differential capacitor to measure the 
diaphragm response, the use of fused silica for the diaphragm and Its 
supporting assembly and depo Ited metallic films to form the capacitive 
plate elements. The attraction of the conceptual design was based on the 
temperature Insensitivity of air-dielectric variable differential capacitors 
and on the unique combination of desirable electrical, mechanical and thermal 
properties of fused silica. Many of the Individual aspects of the conceptual 
design have been previously used to build transducers; the principal task 
here was to develop the techniques which would enable the transducers to 
operate to 650*^C. 

The approach included, as part of this program, the successful development of 
techniques to: 






1. Bond together f;<sed silica components to form the sensing assembly. 

2. Deposit thin conductive films on the fused silica components that 
would reliably withstand the bonding temperature and repeated 
cycles to 650®C. 

3. Attach transition lead wires to the conductive films. 

2.4 DESCRIPTION OF PROGRAM EFFORT 

Program efforts were directed toward component design, toward developing the 
techniques required to fabricate the fused silica pressure-sensing assemblies, 
toward evaluating experimental sensing assemblies at up to 650®C and toward 
modifying the design and techniques to Improve performance. Prior to the 
start of the program, some fused silica bonding and film deposition 
experiments had been made; these experiments were made primarily to support 
the conceptual design. This program began with a detailed design of the 
fused silica sensor components, with design considerations for lead wires 
and with an overall case design to house the sensor. Figure 1 shows the 
basic physical design of the fused silica sensor assembly components that 
were chcsen and used throughout the program. As shown, the sensor assembly 
consists of three fused silica components: two identical recessed discs 
(with holes) and a thin diaphragm. After a search was made, Mindrum Pre- 
cision Products in Cucamonga, California was selected to manufacture the 
components using high purity fused silica obtained from Dynasil Corporation 
•jf America. 

Much of the development was accomplished with trial -and-error evaluations 
which included temperature cycles to 650°C and higher. Both before and 
after the fused silica sensor components were received, inexpensive, 
cormercially available fused silica discs (25.4 mm in diameter and 1.6 mm 
thick) were used to develop and evaluate deposited films, fused silica 
bonding techniques and techniques for bonding lead wires to the deposited 
films. Over the duration of the program, attempts were made to fabricate 
twenty-two fused silica sensor assemblies. The sensors were fabricated 
successively, usually with variations such as 1n the distance between the 
capacitive plates, diaphragm thickness, deposited film pattern, fused silica 
surface smoothness, bonding procedure, film deposition technique and lead 
wire attachment technique. Of the twenty-two sensor assemblies, ten were 
pressure tested at temperatures up to 650®C using a fixture that permitted 
temporary Installation and removal of the sensors. A photograph of the 
test fixture with a sensor inside is shown in Figure 2. Of the ten sensor 
assemblies tested, three were installed In stainless steel cases and again 
pressure tested at temperatures to 650^C. 

The first sensor was installed in a case about one-third of the way through 
the program. Its performance was limited by large zero shifts above 450 C 
and appreciable changes in sensitivity above 590®C. Subsequently, the signal 
conditioning was modified and the deposited conducting film pattei^ns were 
changed to include ground planes to reduce the zero shift and change in 
sensitivity at elevated temperatures. The second and third sensor assemblies 
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were Installed In cases at the end of the program and thetr perfonnance 
represents the final results of the effort. 

Section 3.0 lists the target specifications. Although the dynamic response 
of tne pressure transducers was an Important design requirement, the devel- 
opmental efforts emphasized optimizing the static pressure response charact- 
eristics to 650 C. Mo dynamic pressure response evaluations were made as a 
part of this program. 

Section 4.0 discusses the design parameters, material oropcrtles, technique 
developments, signal conditioning and developmental problems and solutions. 

Section 5.0 S'jmmarizes the sequential steps used to fabricate and assemble 
the pressure transducers that were built at the end of the program. 

Section 6.0 describes performance data with emphasis on the final results. 

The conclusions In Section 7.0 Include recommendations for Improverrents that 
could facilitate fabrication of the transducers and broaden their apollca- 


3.0 TARGET SPECIFICATIONS 


3.1 PHYSICAL 

3.1.1 Size: 12.7 nm diameter x 19 tun long 

3.1.2 Mounting: Flush with mounting adapters 

3.1.3 Reference pressure access: Tube from the transducer for cotinectlor 

to a remote pressure source 

3.1.4 Electrical sensor: Differential capacitive half-bridge 

3.1.5 Electrical leads: At least 0.9 m long extending from case to a 
room temperature connector 

3.2 OPERATIONAL 

3.2.1 Pressure range: t 69 kPa differential 

3.2.2 Pressure overrange: 207 kPa 

3.2.3 Temperature: Continuous operation ambient to 650 C 

3.2.4 Frequency response: Amplitude ratio within 5% of unit for 
frequencies up to 2000 Hz 

3.2.5 Non-linearity: Less than }% of full scale 

3.2.6 Hysteresis: Less than 1% of full scale 

3.2.7 Zero shift with temperature: Within U of full scale 

3 2.8 Sensitivity change with temperature: -.018% (or less) per *C 

between 2rC and 650®C 

at reduced levels below 90 Hz at 21 C 


3.2.10 System output: *5 volts full scale 


***®’**'® •’■MW IMIH 
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4.0 TECHNICAL DISCUSSION 


4 . 1 CONCEPTUAL J)EJ,IJN.A^^^^ PPIRATJ 

The transdui'i'r design was Influenced by requirements to operate continuously 
at 650“C without external or auxiliary cooling, to provide both static and 
dynamic response over a full"Scale pressure range of * 69 kPa, to operate 
while fully exposed to the temperature environment, to be as small as prac- 
ticable and to be insensitive to temperature magnitudes as well as tempera- 
ture changes and gradients. 

In the configuration used in this program, a diaphragm was bonded between 
two recessed discs to form the pressure-sensing assembly (referred to here- 
after as the sensor). Both of the discs contained holes through which gas 
could pass to reach the diaphragm. Through the holes in the respective disc, 
one side of the diaphragm is exposed to the reference pressure whii*/ the other 
side is exposed to the pressure to be measured. The diaphrasri ucaigned 
to deflect in response to the difference in the pressuv'e V be measured and 
the reference pressure. 

The differential capacitive displacement sensor used to sense the diaphragm 
deflection was formed by depositing conductive films on both sides of the 
diaphragm and on the recessed disc surfaces facing the diaphragm. The films 
act as capacitive platt elements to form two capacitors - one on each side of 
the diaphragm. As the pressure to be measured causes the diaphragm to de- 
flect, one capacitor increases in capacitance while the other decreases. 

With the plates on opposite sides of the diaphragm electrically common arid 
an ac excitation voltage applied across the plates on the two recessed discs., 
the two capacitors form an electrical half-bridge. The half-bridqe output is 
nulled when the two capacitances are equal and it remains milieu «hen they both 
increase or both decrease equal amounts. When one capacitor increases and 
the other decreases, an output is created with a polaiity that is dependent on 
which capacitors increased and decreased. 

Air-dielectric differential capacitors have advantages for sensing motion at 
elevated temperatures: the dielectric constant of air changes negligibly with 
temperature which is desirable because the output is dependent on the dielec- 
tric constant of the media between the plates; the differential configuration 
doubles the output, tends to linearize gap-change non-linearities and inher- 
ently cancels unwanted effects that are common to both capacitances. A diff- 
erential capacitor formed with two capacitors is shown in Figure 3. A diff- 
erential capacitor is shown in a half-bridge configuration in Figure 4. 

Fused silica has a unique combination of desirable properties for use as the 
diaphragm (and recessed disc) material: the modulus of elasticity is relativ- 
ely low and changes less with temperature than the modulus of high temperature 
metal alloys; the volume resistivity is high and (since it is available with 
extremely high purity) its volume resistivity remains relatively high at 
temperatures to 650'’C; it does not oxidize or undergo phase changes at temp- 
eratures below about 1100°C; it is highly elastic at temperatures to over 
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essential to limiting hysteresis effects* the thermal m 
eff clent of expansion of fused sni?a Is about on^lhlrileth Jha™f 
high temperature alloys and as a result undesirable thermal expansion and 
thermal gradient effects are reduced proportionately. 

From a use standpoint, a flush diaphragm type transducer is very desirable 
The possibility of rearranging the sam? fuSd silica compoL^t^tf fom^^^ 
flush diaphragm type differential capacitive transducerSith only onfa^ 

tZZl S“‘ The compSse iS S rcon^ig™ 

uration would be reduced output and increased non-linearity. ^ 

4.2 SENSOR DESIGN PARAMETERS 

diaphragm and the resulting capacitance change 
were the primary considerations in determining the physical parameters of the 

rh^nnl'ic^i the sensor, the intent was to make the capacitance 

change as large as possible without introducing non-linearities or exceedino 

C = 0.0866^ 

^ |s the capacitance (neglecting edge effects) in picofarads, A is the 
SlS " square centimeters and d is the distance between the 

plates in centimeters. If the plate area is considered constant the canaci- 
^ K of distance between the plates and the change 

plates. Smaller distances and larger changes in 
equation **^^^*^ ^ la«" 9 er changes in capacitance, as shown in the following 


a« a, 

AC = 0.0866A- - i ■ l 

V2 

capacitance in picofarads. A is the common plate 

distance between the plates in 

centimeters and dp is the final distance between the plates in centimeters. 
phragSr^^ distance is a function of the structural response of the dia- 
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Hifflinl- deflection Of the diaphragm at a particular point, P is the 
ratio nf^thl effective diaphragm radius, p is Poisson's 

iJl Vlc^Jh ^ Young's modulus of the diaphragm mater- 

If thickness and x is the radial distance from the 

renter of the diaphragm to the particular point on the diaphragm. 


The maximum stress Induced In the diaphragm is: 


3Pr^ 
o jr 

4r 

n'r!Si4?K-'.i; “ ■ 

A oressure transducer case outside diameter of 12.7 mm was specified. Tlie 
ness. 

r 45:.::'r.*s stsSi-s kHSS^Ss:” 

?Mckneisl Tlira“phl In Ind 8 sL calculated total capacitance 

rtKlK/S 1ac^ nT^er' between 

Krif 

;ia-?ne%» 

“’r«Hltlln ir«s5onSeTp3s?«ve and neqat1« pressure. For a sensor 
lith r^fim thick diaphragm and an effective diameter of 8 128^™^ the 
?ls5onse toVsitive and negative pressure w 11 differ by 0.96% wh^ one 

other is 114.3 ym. In practice, it matched in pairs to within 

rrc "i« xia“c o^s^rh“« 

rrS^ 

o.n. 


dnd tested. The effective diameter was not purposely varied but the ranoe nf 
I" 5 ® consistent Kith the va?mTon1ha5 oS2lf 

tolerances, bevel variations and bond-line variations 
The table in Figure 9 lists sensors built and tested. therdlaphraZthick- 
nesses, their plate distances and the measured total capacitance chanae 
resulting from applying 69 kPa differential pressure. 

Although the design operating pressure was ± 69 kPa, It was desired that the 

degraded performance after having been exposed to 
207 kPa. The diaphragm stress levels associated with the diaphragm thick- 
nesses and effective diameters used In Figure 8 are shown in FigS?^ 10^ 

for brittle materials such as fused si li^Hre heavily 
dependent on surface imperfection, internal flaws and sample size Modulus 
of rupture values vary so that the breaking stress for a partIcKlar Sle 
cannot be predicted with as great a degree of accuracy as could be with 
corresponding metal samples. Dynasil Corporation and Corning Glass Works 
both manufacture fused silica and both list a value of 50.2 KP^ for thr 
modulus of rupture (or breaking stress) of abraded fused silica. If 50.2 
represent the maximum allowable diaphragm stress, and if the 
Finum assumed to vary up to 8.636 mm, then (using 

J^KsKre of 207™krts KbKStlw “ -i*"*™"*'*! 

calculatiin 5 ^ 1 r«*«hLJ®*fA!I^ to be in reasonable agreement with the 

shown, for example, by comparing the values In Figures 7 

207 sensor assembly that was tested to 

207 kPa had a diaphragm thickness of 254 pm. The effect of the 207 kPa 

(0.3S5) b>ic permanent increase in hysteresis during 
cycling to ± 69 kPa pressures. 

4 . 3 SUMMARY OF DEVELOPMENTAL PROBLEMS AND SOLUT I ONS / 

The developmental effort included distinct problem areas that required dis- 

"’3-® fabrication, these pSlems con- 

H 1 +^ 334 ?^ ^5® bonding of the fused silica components, the application and 

conductive films on the fused silica components and the attach- 
^^® ^0'^‘luctlve films. In terms of performance, the 
Initial sensors built were found to have excessive zero shifts and changes 
In sensitivity at temperatures above 450“C. cnanges 

^e bonding problems were solved by obtaining and learning to use an experi- 
expansion devitrlfying frit from Corning Glass Works. Acceptable 
conductive films were obtained by experimenting with various processes 
comblratlons of inaterlals and application techKiquas. Tbe laKd KlKI Kuach- 
ment prob ems were solved by applying a boro-silicate glass over the lead- 
wire- to- film connection to provide strength or by using a thick film con- 

make the attachment. Bonding, conductive film and 
that finow^*^*^^^"^ techniques are discussed further In individual sections 

The zero shift and sensitivity change with temperature problems were caused 







by changes In the electrical properties oi fused silica at elevated temn- 
erature. The change In properties resulted In excessive out*of-phase as well 
as In-phase, unwanted signal components. (Capacitive signal comoonents are 

and resistive signal components are considered out-of- 

out-of-phass Component was expected; the sensor 
out-of-phase components and the signal con- 
® was designed to be insensitive to them. The electrical property 
r^nJ2?5 J greater than expected and as a result the degree of 

SSt fJffiJlent" ® insensitivity of the signal conditioning were 

The shift and sensitivity change with temperature problems were reduced 
greatly by modifications to me signal conditioning and by me addition “ 
conductive film ground planes to the sensor. 


properties, conductive film ground planes and signal condition- 
ing are also discussed further In sections that follow. 

4.4 FUSED SILICA BONDING TECHNIQUES 

Bonding of fused silica components after conductive films had been formed on 
ments Included-”^^ 1n^»erent in the sensor conceptual design. Bond requlre- 


1. Adequate strength at 650°C to withstand the forces Induced by 207 kPa. 

2. Creep-free, elastic properties that would not produce hysteretic 
diaphragm deformation. 

3. Consistent bond- line thickness. 


4. Electrical insulating properties sufficient to prevent low leakage 
paths between conductors passing through or under the bond-line. 

5. A bonding temperature below that which would cause degradation of the 
conductive film (about 1000“C). 


Initial bonding experiments were made with a boro-silicate transfer taoe 

Vitta^a?^T^M'"r'^inui^°''K in Wilton, Connecticut (and designated by 

P® boro-silicate transfer tape bonding temperature 
anH 'Jse , had a very consistent bond-line thickness 

ahmit moderate temperatures. Above 

about 500 C, however, the boro-si 11 cate softened, creating hysteresis effects 
in the sensor response to differential pressure. 

A1 uml no-si 1 lea, e transfer tape made from Dow Corning Type 1720 alumlno- 
slllcate glass was special -ordered from Vitta. This material produerd 
acceptable bonds only after being fired at temperatures above 1200°C - 
resulting in severe degradation of the deposited conductive film. Attempts 

silica components using bonding pressures on the 
order of 200 kPa were unsuccessful at temperatures up to 1200®C. 
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bond net the five regulreneJts lIsteHbJve? 

crystalline phase il irreversibly fonlSd Sj fhe 

occurring on subsequent heating cyc?« to 950 °? ^ changes 

sales-code release desiqnation%nH^ ««? the frit has no 

indicated it «S'be S"a«?l,??e' H ;p“e‘cia°lVr^?.”“ ^o^'eStas 

SUx1nVw1th^™{her‘'n??rJcel?5lS^^^^^^^ "e bonded 

Reagent 16 (obtained fron EiMiJ^tetf"?,?^^ acetate or Emflow 43 and 
formed with the Emflow 43 and Reac4?16*il«^o«; The slurry 

printer and produced a bond equal^io or sl?ohJiI*C »J “'’Sl'' “ screen 

cellulose and amyl acetate slSrJy. ’ *''«"• ‘"e "1tro- 

?Slr‘ 3f?ft“n‘J‘:ays?''''"“"‘* <'» slurry fona) in 
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diaphragm were mated dry. oiscs and 
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coVf S^:?fa3f ^3e"SS“5?ic ^ 

reSea»™1 W-oSeVSfsc^lJ-tS: tZr sI5l r;;r3?aS?a^. 

The screen printer used was a Model PDSA-33-BC-FHY. made by Affilitated 
Manufacturers, Inc. in Whitehouse. New Jersey. ^ htti mated 

The temperature cycle generally used for firing the frit consl^f«H of hn> 4 - 4 ... 

?to*drive Qff*h?*^rt i ® one-half hour hold period at 200°c"^ 

off ? one-half hour hold period at 600°C (to drive 

Kft .^1 ^®stduals) and a one-hour hold period at 970®C (to ensure fhaf fho 
bond line temperature was stabilized above W)?' A zircin?a bl3c7 »3‘pU?ed 
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on top of the mated components during firing of the frit to effect a pressure 
of about 50 kPa on the bond line surface. 

With respect to application of the frit and alignment of the components, the 
first technique was the most desirable; the results obtained, however, were 
the most Inconsistent. The third and fourth application techniques above 
produced consistently good results. Indicating that It 1s more desirable to 
mate all the surfaces before the slurry Is dried. On a one-at-a-time basis, 
the fourth technique was more efficient than the third. All of the sensors 
evaluated had good bonds, but only the last five built used the fourth tech- 
nique described above. 

4.5 CONDUCTIVE FILMS 

In the final sensor design, conductive films were used to form the capaci- 
tive plates, to provide terminal pads to which small wires were attached, 
to provide electrically conductive paths from the plates through the bond 
line to the terminal pads, and to form ground planes. Films were developed 
that survived bonding temperatures of up to 1000°C. Resistance of the f11':» 
was not critical to the performance of the sensor as long as It remained 
relatively low. Resistances across the plates and between the plates and 
the terminal pads were on the order of five to twenty ohms. 

The difficulty in establishing conductive films on fused silica for this 
application results from the thermal expansion mismatch between fused silica 
and any kind of electrically-conducting solid material and from the extreme 
tempera^*'*”'* ~ id temperature change (from 20*^0 to about 900°C). A nunter of 
materia .u techniques were considered; the following four were evaluated: 

1. Hanovla Liquid Bright Platinum No. 6857 

2. Ion deposited platinum 

3. Sputter deposition 

4. DuPont Thick Film Conductor Composition 8553 

The Liquid Bright Platinum was obtained from Hanovla Liquid Gold Division of 
Engelhard Industries. It was found to produce good conductive films that 
could withstand (at least one cycle to) 650^C. After exposure to 900‘*C, the 
film either disappeared or lost Its electrical conductivity. 

Ion deposited platinum films were applied using a Model CV-8 electron beam 
gun and Model BJO-1800 vacuum system manufactured by Airco Temescal In 
Berkley, California. The films were not tenacious. It was difficult to 
control their thickness and they generally failed upon exposure to tempera- 
tures of 650®C. 

Sputter deposition techniques were developed and used (with variations) In 
the attempts to build all twenty-two of the sensors. A considerable amount 
of effort was devoted to developing acceptable sputtered films. The follow- 
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Ing list suiwnarizes the development and some of the problems; 

1 SDutterIng system - the sputter deposition was accomplished with a Model 
822 system manufactured by Materials Research Corp. in Orr;ngeburg. New 

York. 

2 Film composition - acceptable films were deposited using platinum only 
and using platinum- tantalum oxide layers. The 

films were better than the platinum-only films with respect to adhesion 

and degradation at extreme temperatures. The 

formed by sputtering tantalum in the pi^sence of omen. 

and tantalum oxide layers appeared to form a ^ 

exposed to 950“C. The platinum-only films nimain shiny 

to^elevated temperatures whereas the pi atl rum- tantalum oxide films look 

tarnished. Small wires could not be therir/Zi compression bonded Jo 

platinum- tantalum oxide films after they had been 

erature but they could be bonded to platlsium-only films after exposure 

to temperature and this was an advantage of the platinum-only films. 

Sputtered gold and gold-platinum layered films were evaluated, but they 
consistently peeled off when exposed to elevated temperature. 

3. Film thickness - the thickness of the applied film Is a P®’^®"*' 

eter. The thicknesses of both platinum only and 

oxide films are reduced appreciably after a first cycle to 950 C. it 
the Initial film Is applied too 

when subjected to high temperatures; If it Is applied too Jh1M< 
um) Us electrical characteristics are poor or 

Leo exposed to high temperatures. In some ‘'?2Jie«tures 

layers were applied over films that had been exposed to high temperatures. 

4. fused silica surface smoothness - Initial film 

made using relatively Inexpensive commercially available fused silica 
discs with optically clear surfaces. When the first ^ 

silica components for the sensor was made, optically clear surfaces were 
specified for the diaphragm (for mechanical strength >^e®sons), but 
rougher surfaces were allowed for the discs 

applied to the rougher surfaces either agglomerated, P®'^tially diffused in 
the surface or sublimed when heated to high teniperatures . Variations in 
sputtering technique did not Improve the 

fire-polishing the fused silica prior to seSfir 

however, was found to cause surface distortions. Subsequently, all sensor 
component surfaces were polished so that they were optically clear. 

Sharp edges - film failures occurred on sharp fused silica fj^es similar 
to the manner In which they failed on rough surfaces. Recessed disc 
edges were chamfered and polished to eliminate the problem. 

Sputtering control parameters - the film thickness was 
pSwer settings on the sputtering system and 

process step. Optimum control settings were determined by trial and 
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4.6 FILM LEAD WIRE ATTACHMENT 

Using microelectronic circuit lead bonding techniques, attempts were made to 
thermal compression bond 25 pm diameter gold wire to sputtered platinum films 
using a Model 8-150-D3 Thermal Compression Pulse Mire Bonder manufactured by 
Unitek in Monrovia, California. The resulting bonds were good at room 
temperature but failed after continued exposure to 650° apparently because the 
platinum film allo^’ed with the gold causing a loss of adhesion to the fused 
silica. 

Platinum wire, 25 pm in diameter, could be thermal compression bonded to 
platinum films when full soft wire was used but the resulting bonds, as well 
as the wire, were weak. Full soft platinum ribbon 25 un by 76 ym cou^d also 
bs th6rmal conipr6ssion bonded to pldtinum filtns but the bonds were ® 

To thermal compression bond to platinum- tantalum oxide films that h?,d been 
exposed to 950°C, a new layer of platinum had to be deposited over the exposed 

film. 

Acceptable lead wire attachments were made by fusing a short piece of 25 pm 
diameter full soft platinum wire to a 76 pm diameter platinum wire, thecal 
compression bonding the short 25 pm wire to the platinum film and then firing 
borosilicate olass over the bond and 25 pm to 76 pm junction. The 
borosilicate glass was formed by dissolving Vitta Type S-10J5 transfer tape 
with amyl acetate to form a thin paste. The borosilicate thin paste vitrifies 
at 900®C and forms a tenacious bond to the conductive film and fused silica. 

Although DuPont Thick Film Conductor Composition 8553 wasn't obtained and 
evaluated until near the end of the program, its use appears to P'"°v1de the 
best means of attaching lead wires to the deposited films. Using 8553. 25 
pm diameter and even 76 pm diameter platinum wire can be attached directly to 
platinum- tantalum oxide films after they have been exposed to 950 C. The 
photograph in Figure 13 shows samples of 8553 applied to ® 25.4 nin diameter 
fused silica disc that had previously been coated with a platinum- tantalum 
oxide film and heated to 950^C. The disc was also heated Jo several 
times after the 8553 samples were applied. One sample of 8553 is shown 
attaching a 25 pm diameter platinum wire to the film, another is shown 
attaching a 76 pm diameter platinum wire and three of the 8553 samples shown 
are simply strips applied directly over the sputtered film. Two of the three 
strips have been scratched with a dental pick to evaluate tne adhesion 
characteristics. 

Further discussions of lead wire connections are included in Sections 4.8 and 
5.0. 

4.7 FUSED SILICA PROPERTIES 

Both the electrical and mechanical properties of fused silica critically 
important to the design and performance of the sensor. !n terms of sensor 
performance, the stabilities of the propirties with 
cHtical as the absolute values at room temperature. Eight of the most 
important properties are discussed below. 
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7. Volume resistivity - the fusee lica components provide the 
electrical insulation between tnu plates and between the deposited 
film leads. When unbalanced resistances in the fused silica 
become large with respect to the impedance of the pressure- 
induced capacitance changes, resistive phase components occur 
in the signal which saturate the signal conditioning electronics. 

At ten kilohertz, the pressure-induced capacitance changes are on 
the order of 200 to 300 megohms. The dc volume resistivity of 
fused silica versus temperature is shown in Figure 19. 

8. Loss tangent - increases in the loss tangent in the fused silica 
components are suspected of causing problems similar to (and 
difficult to distinguish from) those caused by decreases in the 
volume resistivity. Increasing the frequency of the sensor 
excitation voltage decreases the relative effect of changes in 
both the volume resistivity and the loss tangent. The loss 
tangent of fused silica at one kilohertz and at ten kilohertz 
versus temperature is shown in Figure 20. 

The properties of fused silica are heavily dependent on the purity of fused 
silica - especially the electrical properties at elevated temperature. 

Fortunately, ultra high purity fused silica, produced synthetically using a 
chemical vapor deposition process, is available from several sources. Two 
grades of fused silica were used to make sensor components; both were obtained 
from Dynasil Corporation of America in Berlin, New Jersey. Dynasil 4000 was 
used in the attempts tc build the first eight sensors and Dynasil 1000 was used 
in the attempts to build the final fourteen sensors. Dynasil considers the 
1000 to be of higher purity than the 4000, however the determination is made 
by testing for transmittance in the far ultraviolet rather than by 
quantitative analysis. Figure 21 lists typical (for both the 1000 and 4000 
grades) high purity fused silica impurities reported by Dynasil. Differences 
in performance related to the use of the two grades of silica could not be 
verified. Contrary to the relationship to purity, one of the sensors made 
using the Dynasil 4000 performed better than any of the sensors made using the 
Dynasil 1000. Energy dispersive x-ray analysis of recessed discs made of both 
grades did not find significant impurity differences. j 

The decrease in volume resistivity, or increase in loss tangent, or both ! 

caused degradation in the performance above about 450 C in the initial sensors. i 

The following modifications were made (with success) to reduce the problem: 

1. The distance between the plates and the diaphragm thickness was 
reduced to increase the sensitivity and thereby reduce the 
relative magnitude of the out-of-phase components. 

2. Ground planes were incorporated to reduce capacitance, loss 
tangent and resistivity effects. 

3. The excitation frequency was increased from 3.39 kHz to 10 kHz 
to increase the in-phase signal component and relatively reduce 
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the loss tangent and resistivity effects. 

4. Excitation and signal phase relationships In the signal 
conditioning were optimized to reduce the sensitivity to 
out-of- phase signal components. 

4.8 GROUND PLANES 

To Improve the performance of the sensor at elevated temperature, ground 
planes were Incorporated using deposited conductive films to Isolate or 
“guard" the signal sensed by the capacitive plates on the diaphragm. The 
ground planes were electrically connected to the signal conditioning system 
ground. The effect of the ground planes was to Isolate the unwanted 
resistances and capacitances that were electrically parallel with the "gas- 
dielectric" capacitors fonned by the deposited film plates. 

Figures 22 through 24 Illustrate the effect of the ground planes. Figure 22 
is a simple differential capacitor without ground planes, arranged to 
resemble the fused silica sensor assembly. Figure 23 Is the electrical 
circuit of the differential capacitor shown In Figure 22. The unwanted 
parallel resistances and capacitances are shown In Figure 23 inside dashed 
lines. Figure 24 Is similar to Figure 22 except ground planes have been vdded. 
In Figure 25 It can be seen that the g^-ound planes decouple the signal output 
electrode from the excitation electrcdcs so that changes In the unwanted 
resistances and capacitances will not produce a signal voltage component. 

Physically, ground planes were formed on both sides of the diaphragm where 
the diaphragm was to be bonded to the re'*.essed discs and also on the back face 
of one of the discs so that the sensor lead wire connection could be Isolated 
from the excitation plate In the recess on the opposite side of the disc. 

Prior to Incorporating ground planes the diaphragm looked like that shown In 
Figure 26 and the back face of the disc looked like ';he one on the sensor In 
Figure 27. Figure 28 Is a sketch showing the orientation of the components, 
with ground planes, for assembly. Figure 29 Is a photograph of one side of 
the sensor components and Figure 30 Is a photograph of the other side. 

Forming the ground plane pattern on the diaphragm began as a difficult problem 
but ended with a simple Inexpensive technique. The configuration and space 
available for separating tho ground plane from the capacitive plates prevented 
the use of simple aluminum masks. Photo- resistive coatings could not be used 
to selectively etch unwanted film because the film Is not easily etched. 
Depositing an aluminum film over the areas which were to be free of platinum- 
tantalum oxide film, then depositing platinum- tantalum oxide film over the 
entire diaphragm surface and then using an etchant that penetrated the 
platlnum-tantalum oxide film and removed It while removing the aluminum film 
beneath It was found to be successful but complicated and expensive. 

A computerized laser trinmer (Electro Scientific Industries Model 25) provided 
a simple Inexpensive means of removing the film. Diaphragms were first coated 
on both sides and the edges (In two sputtering operations). The laser trinmer 
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was then used to remove the film (from both sides at the same time) to form 
the pattern shown In Figures 29 and 30. The pair of electrically Isolated 
"ears" on the diaphragm were formed to prevent shorting of the deposited 
film paths on the recessed discs to the ground plane on the diaphragm. 

The laser trimmer did not remove film from the edge of the alaphragmi to 
Isolate the ears and the film forming the capacitive plate on the diaphragm 
from the ground plane the film on the side was removed with a fine diamond 
grinding wheel. 

The lead wire connecting to the capacitive plate on the diaphragm consisted of 
25 urn diameter and 76 ixn diameter platinum wires fused together and inserted 
in a tiny fused silica tube so that the fused junction was inside the tube. 

The 25 pm end was attached with Thick Film Conductor Composition 8553 to the 
sides of the discs and edge of the diaphragm to provide continuity to the 
plates on the diaphragm and symmetry with respect to the plates on the discs. 
Borosilicate glass was used to hold the wire firmly inside the tube and to 
bond the tube to the ground plane deposited on the back side of the recessed 
disc as shown in Figure 31. 

The lead w1*"es connecting to the ground planes on the sensors were attached 
to the sh1e.v.s of the excitation lead wires when the sensor assemblies were 
installed in the cases. 

4.9 SIGNAL CONDITIONING 

Physically, each signal conditioning channel consisted of a carrying case, a 
dc power supply module and a signal conditioning mode card. The mode card 
fits into the dc power supply module, which in turn, fits Into the carrying 
case - as shown in Figures 32 and 33. The carrying case (Model 2993) was 
purchased from Endevco in San Juan Capistrano, California and modified only 
to the extent of installing connectors on the rear panel. The dc power supply 
(Model 4470) was also purchased from Endevco and used without modification. 

The mode card was originally designed at Boeing for use with high temperature 
differential capacitive strain gages. The mode cards are now available from 
HITEC Corporation In Westford, Massachusetts (they are currently manufactured 
by Endevco for HITEC). 

The following Items summarize the features of the signal conditioning: 

1. Designee specifically for use with differential type capacitive 
transdu ;ers. 

2. Supplies low voltage, low frequency balanced and isolated ac 
excitation to the transducer. 

3. Capacitively coupled input to eliminate dc noise voltage effects. 

4. Charge sensitive input to reduce cable length effects. 

5. Designed to sense extremely small changes In capacitance. 
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6. Pciitcdulates the ac signal to produce a bipolar analog output. 

7. Provides capacitive and resistive balance controls. 

8. Provides calibration signals. 

9. Relatively Insensitive to out-cf-phase (resistive) signal 
components - up to saturation of the electronics. 

10. Attenuates ac noise signals. 

A block diagram of the signal conditioning Is shown In Figure 34. Electrical 
connections between the transducer and signal conditioning are shown In Figure 
35. The signal Input circuit. Including the charge amplifier. Is shown In 
Figure 36. Figures 37 through 41 show the excitation, balance, calibration, 
gain and multiplier demodulator circuits. Figure 42 demons tra^**? schematically 
the operation of the multiplier circuit. The multiplier output signal, as 
shown In Figure 42, is filtered to remove the ac component, leaving a dc 
analog signal proportional to the diaphragm position. 

The phase relationship of the ac excitation voltages (shown In Figure 37) and 
the phase relationship of the amplifier Input signal and excitation at the 
input to the multiplier (In Figure 41) are critical to the elimination of 
out“Of-phase (resistive) signal component effects. Optimum performance Is 
obtained when the ac excitation voltages are exactly 180° out of phase and when 
the amplified Input signal and excitation at the multiplier Inputs are exactly 
In phase. In the "as received" condition, these mode card phase relationships 
are dependent on the characteristics and tolerances of the electronic 
components used (which Is adequate for .nost applications). After the first 
few sensors were evaluated and It was apparent that out-of»phase resistive 
components were producing an output, resistances and capacitances on the mode 
card were adjusted slightly to Improve the phase relationships. 

The ac excitation frequency of the mode cards obtained from HITEC was 3.39 
kHz. At the same time the mode card phase relationships were Improved, the 
ac excitation frequency was Increased to 10 kHz. The components on the fiwde 
cards furnished by HITEC are shown In the circuit diagram In Figure 43. 
Charging from 3.39 kHz coiisisted of the followirg modifications; 


Component 

From 

ISl 

R21, R22, R23, R24 

24.9 ku (nom.) 

8.0 kll (n( 

R33 

47.5 kO 

24.9 kn 

R17 

11 kn 

20 kn 

C7 

0.01 mF 

0.047 pF 

C6 

0.047 wF 

0.01 PF 

R27, R28 

20 kn 

4.99 kn 
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Desirable effects resulting from increasing the frequency were; decreased 
effects of parallel resistances in the censor, decreased (sensor) loss tangent 
change with temperature and increased system dynamic response. At 3.39 kHz, 
cable length changes (between the transducer and signal conditioning) up to 
30 m have less than a 1% effect. Although cable length effects with 10 kHz 
excitation were not evaluated, they can be expected to increase with frequency. 
At 10 kHz, cable length changes up to 10 m probably cause less than a 
effect. 

4.10 TRANSDUCER CASE 

The design and development of the transducer case for housing the sensor was 
considered secondary to proving and improving the sensor perfonnance. ine 
function of the case was to: 

• Provide protection for the sensor and sensor lead wires. 

' Provide means for easily mounting and demounting the unit. 

• Provide a transition from the small sensor lead wires to 
larger high temperature extension cables. 

• Provide a means to seal the pressure media being measured 
from the reference pressure. 

The seal for isolating the measure and reference pressures consisted of a 
0.254 «m diameter annealed gold wire formed In the ,, 

positioned between the sensor assembly and a lip In the outer 
cnrina was comoressed against the reference side of the sensor assembly to 
keei thflensralslm^^^^ against the gold o-ring. After temperature 

cycling to 650°C the seals leaked (with varying degrees). No attempt was made 
in the program to improve the seal design. A^ 

with this type of pressure transducer should include improvement of the seal 
design as a primary effort. 

The case design and assembly procedures are described in detail in Section 5.0 



5.0 TRANSDUCER FINAL DESIGN AND ASSEMBLY 


The transducer final design is considered here to be the design used for 
Sensor S/N's 19 and 21 which were fabricated and installed In cases, 
evaluated, and delivered to NASA Lewis Research Center at the end of the 
program Significant developments leading to the final design were discussed 
ill SMtion Jro. The Item telow suemarUe the final design and assembly in 
sequential steps: 

(SENSOR ASSEMBLY) 

1 Dynasil 1000 fused silica diaphragm and recessed discs were 
obtained from Mindrum Precision. Recess depths of 88.9 pm, recess 
diameters of 8.128 rnn and diaphragm thicknesses of 254 pm were 
snecified All recessed disc corners were chamfered, recessed 
disc surfaces were polished optically clear and both 

were polished optically clear. Figure 44 is a drawing of the sensor 

components. 

2 Platinum- tantalum oxide films were sputtered on the fused silica 
components. Capacitor plate diameters were 6.096 imi. Co^onents 
with sputtered and laser- trimmed films are shown in Figures 29 
and 30. 

3 Fused silica components with sputtered films were heated^to J50°C 
to improve the film adhesion quality and verify that continuity of 
the films would be retained. 

4. LOW expansion devitrifying frit was sequentially applied 

with a dental pick to each recessed disc bonding surface, after 
which the diaphragm was sequentially mated wet to ®jch jlisc and 
dried at 80°C. Component mating orientations are shown in 

Figure 28. 

5 Pressure of about 50 k Pa was applied to the mated components 

* during firing. The temperature cycle used for firing the frit 
cSSsilted of heating at a rate of about 220° per hour with one- 
half hour hold periods at 200°C and COO^C and a one-hour hold 
period at the maximum temperature of 970 C. 

6 Platinum wires 25 vm and 76 um in diameter were fused together 
And Inserted through a small fused silica tube (0.9 mn o.d.» 

0?5 Jil l"d! and 3 I long). The wire and tube assembly was 
Dositioned on the sensor over the deposited film ground plane 
5Sd above the deposited film lead from the ^ 

silicate glass slurry was applied inside tube and at integface 
of tube and deposited film ground plane, then dried at 80 C. 


s , 


7. Thick nim Resistor Composition 8553 was applied to surfaces of 
sensor assembly to provide electrical continuity (where required) 
across the bond line and to attach platinum wire transition leads 
to the deposited films. Sensor assembly was heated to 8QOC to dry 
the 8553 and give it the strength to hold the platinum wires in 
position. 

8. Sensor assembly was heated to 900\ to fire the borosilicate and 
8553. Photographs of a completed sensor are shown in Figures 45 
and 46. 

(FABRICATION OF CASE ASSEMBLY COMPONENTS) 

9. Case assembly components shown in the drawings of Figures 47a, 
47b, 47c, and 47d were purchased and machined. 

10. The -6 alumina washer (Figure 47b) was ground to provide relief 
for the tiny fused silica tube and for the deposited film 
termi nals. 

11. The -12 end cap assembly components shown in Figure 47c were 
brazed in a vacuum furnace at 1050°C. 

12. Adapter fittings, shown in the drawing in Figure 48 and in the 
photograph (on each side of an outer case) in Figure 49, were 
machined. 


(TRANSDUCER ASSEMBLY) 


13. 


The transducer components shown in Figure 50 were assembled as 
shown in the -1 assembly drawing of Figure 47d. (The gold o-nng 
is not shown in Figure 50.) These components were assembled using 
the fixture shown in Figure 51. The components are shown in the 
process of being assembled in Figui-^ 52. A magnified photograph 
of part of the transducer in the assembly fixture is shown in 
Figure 53. 


14 The -2 outer case (Figure 47b) was electron beam welded to the 
-3 end plate of the -12 end cap assembly (Figure 47c). The 
completed assembly is shown in Figures 54 and 55. 


(HIGH TEMPERATURE EXTENSION CABLES) 

15. One-meter long flexible high temperature cables with stainless 
steel conductors, quartz fiber electrical insulation and braided 
stainless steel shields were used to connect to the -8 and -9 
(Fioure 47a) leads of the transducer. The flexible cables are 
available as Types 030-1/30SS and Q30-2/30SS M«er .mernp 
Wires, Division of Addington Laboratories, in Covina, Lalifornia. 


) 
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i 16. Cable transition couplings shown in Figures 56 and 57 were 

assembled on transducer leads and cables as shown in Figure 58. 

1 Lead wires and coupling components were spot-welded together, 

i A pressure transducer with high temperature lead wires and an 

j adapter fitting is shown in Figure 59. (The transition couplings 

I in Figure 59 are an earlier version of the couplings shown In 

I Figure 58.) 



I 
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6.0 TRANSDUCER PERFORMANCE 


6.1 DEVELOPMENTAL EVALUATIONS 

The table in Figure 60 compares the characteristics of sensors and signal 
conditioning configurations that were evaluated and provides a summary that 
relates configuration changes to performance. 

Referring to Figure 60, Sensor S/N 2 was the first unit evaluated and 
although it performed well at intemediate temperatures, it exhibited large 
zero shifts and changes in sensitivity at 650®C. The distance between the 
plates of Sensor S/N 5 was greater than in Sensor S/N 2, but the results of 
evaluations of Sensor S/N 5 were similar to those of Sensor S/N 2 and 
confirmed that the performance was dependent on other factors that were common 
to both units. 

Sensor S/N 7 was evaluated in three different manners: first, mounted in the 
test fixture with 3.39 kHz excitation; second, mounted in the test fixture 
with 10 kHz excitation and optimized phasing in the signal conditioning; and 
third, mounted in a case with 10 kHz excitation and optimized phasing in the 
signal conditioning. (At the time that the signal conditioner excitation 
frequency was changed to 10 kHz, the phase relationship between the excitation 
voltages was adjusted to within a few minutes of 180° and the phase relation- 
ship of the sensor and excitation inputs to the multiplier were adjusted to 
within a few minutes of 0®.) With 3.39 kHz excitation, the zero shift at 
650®C of Sensor S/N 7 was comparable to the shifts exhibited by Sensor S/N‘s 
2 and 5. The reduced diaphragm thickness of Sensor S/N 7 increased its 
sensitivity to pressure, but did not appreciably improve the zero shift or 
sensitivity change characteristics at 650°C. Changing from 3.39 kHz to 10 
kHz excitation and optimizing the signal conditioner phase relationship 
considerably improved the performance at 650°C. Increasing the frequency 
decreased the effects of parallel resistances in the sensor - thus 
decreasing the effects of the resistive (out-of-phase) signal component. 
Optimizing the phase relationships did not reduce the resistive phase signal 
component but did reduce its ability to produce a demodulated analog output 
signal. No explanation was found for the slightly degraded performance of 
Sensor S/N 7 when it was installed in a case. 

Sensor S/N 8 was the first unit to incorporate ground planes and the 
resulting improved performance at 650®C is evident in Figure 60. The results 
of the evaluations of Sensor S/N 8 confirmed that the zero shift with 
temperature was being caused by stray parallel resistances and capacitances 
in the sensor assembly, that stray resistances were producing out-ot-phase 
(resistive) signal components which were saturating the signal conditioning 
electronics at 650°C and that the large changes in sensitivity at 650"C were 
being caused by the saturation. Sensor S/N 8 also demonstrated that greatly 
reducing the distance between plates increased the sensitivity to pressure 

without causing detri.«ental hiim Wl< 
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Sensor S/N's 19 and 20 were both evaluated at two different signal conditioner 
gain levels - one which produced five voUs output at 69 kPa and one which 
produced two volts. The values in Figure 60 indicate that out-of-phase 
(resistive) components were still affecting the sensor performance at 650«l 
and that the effects are greatly reduced at reduced gains. 

The thinnest diaphragm used in any of the sensors evaluated was 203 ym thick. 

In Figure 61, the deviation (from a linear output) of Sensor S/N 7 (with a 
203 ym diaphragm) shows no evidence of non-linearity resulting from the 
relatively greater diaphragm displacement. (Reducing the distance between 
plates - with a slightly thicker diaphragm - also showed no evidence of non- 
linearity as can be seen in the data from Sensor S/N's 19 and 21 which is 
discussed below in Section 6.2.) 

The choice of the optimum diaphragm thickness was also Influenced by the 
effect of overpressures. Figure 62 lists the response of Sensor S/N 8 (with 
a 254 ym thick diaphragm) to differential pressures as high as 207 kPa. The 
hysteresis prior to being subjected to overpressure was established as 
+0.1% f.s.i after being exposed to +207 kPa and -95 kPa at 20 C, and +138 
kPa at 650°C, the hysteresis at 20°C increased to 0.3% f.s. Considering the 
increased stress levels that would occur in a 203 ym thick diaphragm and the 
surface imperfection sensitivity of fused silica, a nominal diaphragm 
thickness of 245 ym was used in all sensors after Sensor S/N 8. 

6.2 FINAL RESULTS 

The performance of Sensor S/N's 19 and 21 represents the ^^''a]/?jults of the 
program. The sensitivity change with temperature of Sensor S/N 19 with the 
signal conditioner gain adjusted for five volts output at 69 kPa and 20 C is 
shown in Figure 63. At 65QOC the signal conditioning electronics are 
saturated and the sensitivity is reduced as explained in the 
At 604°C however, the sensor is performing properly. All the data which are 
shown in Figures 64 through 80 and discussed below were obtained with the 
signal conditioner gain adjusted for two volts output at 69 kPa and 20 C. 

Figures 64 and 65 show the sensitivity change with temperature, after being 
corrected for zero shift, of Sensor S/N's 19 and 21 respectively. 
Sensitivities of both units are affected at 650°C, although not in the same 
manner. It is apparent that the signal conditioning electronics approached 
Mturation between 619®C and 650°C (in Figure 64) 

Dositive oressure sensitivity at 650^0. It is probable that the reduced 
Kigl p“;,sur* of Sensor S/N 2 ' 650«C. os shown 

in Figure 65, was also caused by saturation in the signal conditioning. 

Figures 66 and 67 depict all the data recorded from Sensor S/N's 19 and 21 in 
a series of pressure^cycles at stabilized temperatures to 650°C. Sensor 
outputs were^recordcd at 13.8 kPa increments at each temperature during two 
Sositi5e p^Lsure cycles to 69 kPa followed by two negative Pressure cycles 
and a final oositive pressure cycle. Although zero shifts can be adjusted 
at the signal conditioner, no adjustments were made. Considerably more than 
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the error band can be attributed to data that were recorded above 
600°C. It should be noted In Figures 66 and 67 that some of the errors 
resulting from the change in sensitivity with temperature (as shown In 
Figures 64 and 65) are reduced when the data Include zero shifts. 


Figures 68 and 69 show the zero shift with temperature of Sensor S/N's 19 
and 21. The fact that Sensor S/N 19 has a positive shift while Sensor S/N 21 
has a negative shift might Indicate that the zero shift Is caused by small 
differences in dimensional tolerances rather than by the general design. 
Although tests were not made to determine the response to transient 
temperatures, the Sensor S/N 21 zero shift increased to 5.6% while It was 
cooling from 650 C as shown In Figure 69. 


Figures 70 through 76 represent a sequential series of temperature tests; 
they show the deviation of the output of Sensor S/N 19 from a straight line 
through zero as a function of pressure at temperatures to 650®C. The graphs 
reflect neither the zero shift with temperature nor the change In sensitivity 
with temperature - simply the response to two positive, two negative and one 
positive pressure cycles. The Initial zero shift with temperature at the 
start of each series of pressure cycles was subtracted from each measurement. 
In addition, a single (but different) full-scale (69 kPa) output voltage was 
used to establish the linearity base at each temperature. Figures 77 through 
80 show the same kind of data from a sequential series of temperature tests of 
Sensor S/N 21 . 

Up to 538°C, the maximum deviation shown for the outputs of either Sensor S/N 
19 or Sensor S/N 21 Is +0.7% f.s. In Figure 70, the maximum deviation shown 
for Sensor S/N 19 at 61?oC Is +0.9% f.s. At 650°C the maximum deviations for 
Sensor S/N's 19 and 20 are +4.5% f.s. and 2.3% f.s. respectively. At 20°C 
after the pressure and temperature cycles, the deviations of the sensors were 
no greater than +0.7% f.s. 
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7.0 CONCLUSIONS 


These pressure transducers were designed and built for 
mewurement applications. The dynamic pressure response should be 

evaluated. 

. Without making temperature corrections the f®J!j*;c®Sressu^ 

and evaluated in this program, can be used to measure static pressures up 
tS erkPra tlSperaJes between 20»C end 650«C with en uncertelnty of 
less than +6%; below 60QOC the uncertainty is less than +3%. 

> Some limited improvement in the response at 650°C could be made by 
Sifying the signal conditioning electronics to further reduce the 
effects of the out-of-phase resistive components. 

• There is a possibility of contamination through the holes in 

rmiiH affect the sensor response. A flush mounted design that 
^KirnSlo coSt^ination and otfon improved dyn»a.o 

response should be built and evaluated. 

• Thick film conductor compositions should be considered as a substitute for 
the sputtered conductive films. 

• IJ^nlSrslSef iaseThoSrd'be ?mrrS5ll'%^“pos???vl""lea^^ Se®most 
desirable. 

the items listed above have been resolved. 


. The techniques developed and used 1n this progr-aia could be used to build 
high temperature accelerometers. 


»u— i—TMWss> 
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AC EXCn'ATION 
1RECESSED DISC) 


SENSOR SIGNAL 
(DIAPHRAGM) 


AC EXCITATION 
(RECESSED DISC) 


Figure 3. Differential Capacitor Formed With Two Capacitota 



SENSOR SIGNAL 


AC EXCITATION 


AC EXCITATION 


Figure 4. DIfferentiai Capacitor In HalFBrldge Configuration 




DIAPHRAGM DEFLECTION (MICROMETERS) 






0.6 




ISO 200 260 300 360 


DIAPHRAGM THICKNESS (MICROMETERSI 

Nut*: *nie calculated capacitance changes above represent the sum of both differential capacitive elements with 

an effective diaphragm diameter of 8.128 mm in response to a differential pressure of 69 kPa. 


Figun 7, Qg)acltanc» Change as a Function of Diaphragm Thickness and Piate Distance 




CAPACITANCE CHANGE (PICOFARADS) 
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diaphragm THICKNESS (MICROMETERS) 


Figure 8. Capedtence Change as a Function of Diaphragm Thickness and Effective Diameter 
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TEMPERATURE (®C) 

Ftgun 14, Ttwmaf expansion of Fused Silica and Inconel X-750 as a Function of Temperature 



TEMPERATURE (<>C) 

Figure IS, Young's Modulus of Fused Sllka and Inconel X-760esa Function of Temperature 






temperature (°C) 

Fiaun 16, Poh$on'$ /tatio of Fwed Sitka md inconl X-7S0asa Function of Tctnpcratun 
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Flgun 17. Moduhi of Ruptun of Fuaad Sitka Vamit Tamparatun 





RESISTIVITY (a-cm> 





Loh tangont 


(®C» 

1 kHt 

10 kHz 

26 

< 0.000002 

< 0.000006 

100 

< 0.000002 

< 0.00002 

200 

0.00016 

0.00003 

300 

O.00S3O 

0.00003 

400 

0.207 

0.0207 

600 

1.366 

0.140 


Figure 20 l Loss Tangent of Fused Silica Versus Tempnratura 


Elamsnt 

Impurltiet (p/m) 

Aluminum 

(Al) 

< 0.02 

Antimony 

(Sb) 

0.0004 

ArMntc 

(At) 

ND* 

Baryllium 

(Ba) 

< 0.03 

BItmuth 

(Bi) 

< 0.04 

Boron 

(B) 

< 1.0 

Bromlna 

(Br) 

0.0025 

Cadmium 

(Cd) 

< 0.08 

Gailum 

(Ct) 

NO 

Chlorina 

(Cl) 

86.6 

Ckromium 

(Cr) 

0.006 

Cobalt 

(Co) 

0.001 

Coppar 

(Cu) 

ND 

Gallium 

(Ga) 

< 0.02 

Garmanlum 

(Ga) 

< 0,06 

Gold 

(Au) 

0.001 

Iron 

(Fa) 

0.20 

Lithium 

(Li) 

0.20 

Manganata 

(Mn) 

ND 

Rubidium 

(Rb) 

ND 

Sllvar 

(Ag) 

ND 

Sodium 

(Na) 

0.02 

Thallium 

(TO 

< 0.06 

Titanium 

(Tl) 

ND 

Vanadium 

(V) 

ND 

Zinc 

(Zn) 

ND 


Nota: Th# watar contant it approximatetv 600 to 1 ,000 p/m. 

*ND • not datactabla 


Figure 21. Oyrmil Fused Silica Impurities 
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SOLID DIELECTRIC 
MATERIAL BETWEEN 
EXCITATION AND SIGNAL 
ELECTRODES (TYPICAL 
FOUR PLACES) 



SIGNAL OUTPUT 

SIGNAL OUTPUT SHIELD 
CONNECTED TO SIGNAL 
CONDITIONER GUARD SHIELD 

I EXCITATION 

EXCITATION 
SHIELD GROUNDED 
at TRANSDUCER 
AND CONNECTED TO 
SIGNAL CONDITIONER 


22 DiffettntitI C§p»citor Without Ground Planes 



Flffiin 23. DlffanntM Capecitor Circuit Without Ground Planar 
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GROUND PLANE BETWEEN 
SOLID DIELECTRIC MATERIAL 
INSULATING EXCITATION 
AND SIGNAL CONDITIONING 
ELECTRODES 
(TYPICAL FOUR PLACES! 



SIGNAL OUTPUT 

SIGNAL OUTPUT SHIELD 
CONNECTED TO SIGNAL 
CONDITIONER GUARD SHIELD 


I EXCITATION 

EXCITATION SHIELD 
GROUNDED AT 
TRANSDUCER AND 
CONNECTED TO SIGNAL 
CONDITIONER GUARD 
SHIELD 


Figure 24» Differentia! Capacitor With Ground Plants 


PARALLEL RESISTANCES AND 
CAPACITANCES IN SOLID DIELEC TRIC 
(TYPICAL TWO PLACES! 7 | 
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•SIGNAL OUTPUT 


■GROUND PLANE 
DECOUPLES THE 
SIGNAL OUTPUT 
ELECTRODE FROM 
THE EXCITATION 
ELECTRODE (TYPICAL 
TWO PLACES! 


EXCITATION 


Figure 2& Otf^ntM Capacitor Circuit With Ground Planet 
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RECESSED DISC 

{REFERENCE 

PRESSURE) 


COMPONENT SURFACE 
DESIGNATIONS 
CORRESPONDING TO 
THOSE SHOWN IN 
FIGURES 29 AND 30. 


Figure 28 , 




DIAPHRAGM 



RECESSED DISC 
(APPLIED PRESSURE) 


Stacking Orientation of Sensor Components 
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Figure 31. Sensor Assembly Lead Wire Attachment 













• Output signal referenced to isolated guard shield 
Figure 35. Transducer and Sgnai (kmditioning Electrical Connections 
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TO CAPACITIVE NULL 



• Chargt>Mniit)ve input (raprttMi cable langth affactt) 

• Input staga gain optimizad for excitation frequency (ieii gain for lower frequancletl 

• Rawlutlon batter than 0.00002 pF 

Figure 36. Signal Input Circuit 
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• Four positive and four negative positions 

• Series 0.6-pF capacitor 

• Certifiable call .'ition 

Figure 39. Shunt Capacitor Calibration Circuit 
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AMPLIFIED 
INPUT SIGNAL 


(flkHz (+EXC) 



(2f) kHz MULTIPLIED 
SINUSOIDAL PRODUCT 


• Signal multiplied by carrier produces double 
frequency output with direct current component 

• Represses out-of-phase signal effects 


Figure 4 1. Multiplier Demodulator Circuit 
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0^1 DIAMETER 


BREAK EDGES 
KART - 7 


63.5- 

PART - 8 


t.600 AS 
RECEIVED 


*^.540j-^ 


-1.778 AS 
RECEIVED j-{3) 


Part >3 diamatar muit ba machinad for ilip^it in -2, 
0.01 27> to 0.025' mm tolaranca 

Squara corner; do not break adije 

Clean cut; matjt edoas muit not folO ovar 
on Insulation 

Heat treat BAC 6616 in vacuum, 

Solution treat IB. 

Age condition Ha; 

(1,080° > 14°C. 10 to 15 mini air quench 
( 900° + 14°C, 50 to 60 min) air cool 
( 76C^ i 14°C, 10 to 1 1 hr) air cool 

Grind A plane first; than grind 8 plane. 

Harmon high-temperature 910 brazing powder, 

325 mesh. AMS4778A 

Electron beam weld 


r — 

i ♦ — e.54o— 

I - 63.5 - 


PART -9 



1.600 AS 
RECEIVED 


PART - 10 


Notes: 


Linear dimensions in millimeters 
Linear tolerance: 

X.XXX +0.127 mm 
X.XX +0.25 mm 
X.X +1.2 mm 
ii):(cept as noted 
Finish: 1,6 pm except: as noted 


ran 

number Material and heat treat 


Stock size 


Case assembly 


Outer case 


End plate 


Center cylinder 


Spacer ring 


321 SS rod 


321 SSrod 


321 SS tubing 


321 SS rod 


Alumina washer Alumina rod 


321 SS Mire 


Excitation lead | 0.063 -MgO-K 


13.05diax2.!}4 


19.05 diax 2.54 


6.3S0diax0.711x 10.16 


12.70 die X 7.62 


19.06 die X 


0.813 diax 12.7 


Signal l<sad 


Vent tube 


-12 End cap assembly 


0.070 - 347 SS-MgC 76.2 long 


321 SS tubing 1.600 x 0.254 x 101.6 


Rene '41 (4> wire i.i43 dia x 264.0 


Figure 47e. Ceie Auetnbly DrewinOf Hhaet 1 


























































Figure 47b. Case Assemblv Drawirtg, Sheet 2 
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Figure 49. Adapter Fittings (With Outer Case) 








Figure 50. Transducer Components (Without Gofd 0~Ririgi 
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Fi^re S3, Transducer Components in Assembling Fixwre 
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61.31 DIAMETER (X> Slot both sides at 180 deo. 
^5.69 DIAMETER 


-1 CABLE FITTING (321 STAINLESS STEEL) 



4.776 DIAMETER 
6.86 DIAMETER 


0.635 DIAMETER 
HOLE 


1 ^ 

5 1 

1 (- 



n" 


6.36 , , 6.08 


13 ^ ^ 

-2 INSULATOH (HIGH DENSITY ALUMINA) 


3^ OUTSIDE DIAMETER 




'2.032 DIAMETER 
I 

p1.600 DIAMETER 


'.X 


All (timunsions me In rrilllniete’i. 


17.78 


12.7 

11.68 


r 

I 

•T 

I 

-4 
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4.08 DIAMETER 
r- 6.08 DIAMETER 


90 


~3 TRANSDUCER FITTING (321 ST AINLESS STEEL) 

Figure 56. Excitation Cabie Transition Couplings 


”y“ Slot both (idet at 1 80 deg. 

6.401 DIAMETER 

7.11 DIAMETER _4 CABLE FITTING (321 STAINLESS STEEL) 


1,016 INSIDE DIAMETER 
— 



-B INSULATOR (HIGH DENSITY ALUMINA) 


^6 INSULATOR (HIGH DENSITY ALUMINA) 


[J>2.03 
6.182 DIAMETER 


2.464 OUTSIDE DIAMETER 

1 



3.962 DIAMETER 
AS RECEIVED 


— A5 « 

r 



5.59 NOMINAL 
DIAMETER AS 
RECEIVED 


• 2.286 DIAMETER |*" 
f-l'.864 'r-J: 

I diameter I I 


— o./i 

r 


6.716 DIAMETER 


UlAMbTEK 


All dimeniion* are In millimeters. TRANSDUCER FITTING (321 STAINLESS STEEL) 

FiQure 57. FJgna! Cable Transition Couplings 
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Senior writl numtMr 
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18 I 19 


21 


21 


Senior mountino 


Teit 

fixture 


Teit 
fixture' 


Teit 
fixture 


Teit 
fixture 


Ceie 


Teit 

fixture 


Ceie 


CeH 


Ceie 


Ceie 


Excitetion frequency (kHi) 


3^7 


3.38 


3.39 


10 


10 


10 


10 


10 


10 
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Figufo 60, Comptrkon of Sensor Performances 
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Figure 63. Sensor S/N 19 Sensitivity Change With Temperature 
5V Full-Scale Output 
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Figure 64. Sensor S/N 19 Sensitivity Change With Temperature— 
2V Full-Scale Output 
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Figure 66. Sensor S/N 19 Overall Response, 20° to 650° C 
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I Figure 67. Sensor S/N 21 Overall Response, 20° to 650°C 
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Figure 68. Sensor S/N 19 Zero Shift \Nith Temperature 
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Figure 70. Sensor S/N 19 Deviation at 20^C— Before Heat Cycle 












Figure 74. Sensor $/N 19 Deviation at 650^C 
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Figure 80, Sensor S/N21 Deviation at 20°C-After Heat Cycle 


